Certificate of Calibration

THIS IS TO CERTIFY THAT UNITED TESTING SYSTEMS CANADA LTD.,
HAS CALIBRATED THE FOLLOWING DESCRIBED EQUIPMENT
IN ACCORDANCE WITH ASTM-E2428-08.
CERTIFICATE NUMBER: CR#000001 CALIBRATION DATE: April 12, 2010
CERTIFICATE ISSUED: April 12, 2010 REQUESTED DUE DATE: April 12, 2011
CALIBRATION & CUSTOMER INFORMATION:
COMPANY ANY COMPANY
ADDRESS: 123 ANY STREET
CITY/PROVINCE ANY CITY, ANY PROVINCE
SYSTEM LOCATION: UTS CAMNADA LTD. FORCE LAB
SYSTEM CALIBRATED: SYSTEM #8 S/N 000001
LOAD CELL/ITRANSDUCER: HEM TB1-5KNm S/M 0456798
ASSET NUMBER(S): UTS-TC 003
DIRECTIOMN: CLOCKWISE
CALIBRATION RANGE(S): 5000 Mm
INDICATOR/RESOLUTION: HEM AD 1018 S/M 00001/ 0.00001 myvh
AMBIENT TEMPERATURE: 23.0°C
METHOD: SET THE FORCE
CALIBRATION TECHNICIAM: ANY TECHNICIAN
THE FOLLOWING NIST / PTB TRACEABLE STANDARDS WERE USED:
READOUT: HEM MGCPLUS S/M 105422002102.
STANDARD FILE: Mn10kn M7 00w L5kMm ARM
STANDARD S/N: G28752-005 M30-39/U1-13/2315-D UTS-TA-101-142
MAMUFACTURER: HEM RICE LAKE UTS CAMNADA LTD.
DATE DUE: Oct 29, 2010 Jul 23, 2010 Feb 06, 2014
TRACEABILITY NO: 0716 PTB 09 323166/323167 H13139
TYPE: DEAD WEIGHTS  DEAD WEIGHTS ChM
CAPACITY 10000 Mm 700 Ibf 5700 Mm
MODE: COMPRESSION UNIVERSAL CW & CCW
CLASS A LIMIT: 1000 Nm 0.5 Ibf 2 MNm
CLASS AA LIMIT: 1000 Nm 0.5 Ibf 2 Mm
SECOND ORDER LEAST SQUARE RESULTS FOR THE DATA:
COEFFICIENTS: A= 1.630806E-05 STD. DEVIATION: 0.1352 Nm
B = 3.002732E-04 UNCERTAINTY: 0.3244 Nm
C = -1.422432E-11 CLASS A LIMIT: 128.76 Nm
THE EXPANDED UNCERTAINTY OF THE FORCE MEASUREMENTS IS CERTIFIED TO BE LESS
THAN 0.05% USING A COVERAGE FACTOR OF k=2 FOR A CONFIDENCE LEVEL OF 25%,
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